Minimization of metal debris while cutting and removing orthopedic implants.
High-speed cutting burrs often throw minute particles of metal, bone, and soft tissue in the air during removal or revision of fracture fixation. A simple technique using lap sponges, water-soluble lubricant, and a smoke evacuator and shield can nearly eliminate soft-tissue contamination.